Abstract-Contrast-enhanced intravascular ultrasound imaging is a promising tool for the characterization of coronary vasa vasorum proliferation, which has been identified as a marker of, and possible etiologic factor in, the development of high-risk atherosclerotic plaques. Resonance-based nonlinear detection methods have required the development of prototype catheters which are not commercially available, thus limiting clinical translation. In this study, we investigated the performances of a radial modulation imaging approach (25/3 MHz combination) using simulations, implemented it on a clinical 20-MHz rotating catheter, and tested it in a wall-less tissuemimicking flow phantom perfused with lipid-encapsulated microbubbles (MBs). The effects of the phase lag, low-frequency pressure, and MB concentration on the envelope subtracted radial modulation signals were investigated as a function of depth. Our dual-pulse dual-frequency approach produced contrast-specific images with contrast-to-tissue improvements over B-mode of 15.1 ± 2.1 dB at 2 mm and 6.8 ± 0.1 dB at 4 mm depths. Using this imaging strategy, 200-μm-diameter cellulose tubing perfused with MBs could be resolved while surrounding tissue scattering was suppressed. These results raise promise for the detection of coronary vasa vasorum and may ultimately facilitate the detection of plaque at risk for rupture.
I. Introduction I n patients with coronary artery disease, acute coronary syndromes account for up to 70% of deaths [1] . The predictors of progression of an asymptomatic fibroatheromatous plaque into a vulnerable plaque that ruptures and causes an acute coronary syndrome are poorly diagnosed and not fully understood [2] . In most cases, the culprit lesions responsible for an acute coronary syndrome are not flow-limiting on coronary angiography, underscoring the poor ability of current imaging technologies to prospectively stratify patients at greatest risk for future acute coronary syndromes.
Post-mortem histological data document that vasa vasorum (VV; nomenclature used in this paper is provided in Table I ) proliferation and intraplaque hemorrhage are critical processes in the progression from asymptomatic into high-risk unstable lesions [3] [4] [5] [6] . VV are vessels that normally provide vascular supply to the blood vessel wall. during atherogenesis, there is abnormal adventitial VV proliferation and intraplaque neovascularization [7] . Increased VV density is strongly associated with plaque rupture and other features of vulnerable plaque, such as a thin fibrous cap, a large necrotic core, and intraplaque hemorrhage [3] , [8] , [9] . conversely, it has also been shown that anti-angiogenic drug rPaI-1 treatment [10] and HMG-coa reductase inhibitors (statins) [11] , [12] reduced adventitial VV density and plaque extent, suggesting that VV could be implicated in plaque progression [3] , [9] , [13] , [14] . These findings suggest that VV and plaque neovascularization are both markers of, and etiologic factors in, the development of high-risk atherosclerotic plaques, creating a rationale and need for the development of approaches to detect coronary VV in vivo.
contrast-enhanced ultrasound (cEUs) imaging using microbubbles (MBs) is an established modality for VV imaging in the carotids [15] [16] [17] [18] . It was recently shown that levels of VV and plaque neovascularization detected on cEUs carotid imaging correlate with cardiovascular disease and cardiovascular events [18] , [19] . although nonlinear-based cEUs carotid imaging may have the potential to provide an overall measure of proneness to cardiovascular events, it cannot directly visualize VV of specific plaques within the coronary arterial tree. For coronary wall imaging, contrast-enhanced intravascular ultrasound (IVUs) is capable of detecting and spatially resolving VV in the coronary arterial wall in vivo using linear [20] and nonlinear approaches [21] , [22] . The linear approach, which relies on the sequential analysis of consecutive video frames upon the injection of a microbubble bolus, is inherently susceptible to motion artifacts and suffers from a poor contrast-to-tissue ratio. Interestingly, nonlinear subharmonic and second-harmonic approaches have been shown to improve the contrast-to-tissue ratios in vitro and in atherosclerotic rabbit models compared with B-mode imaging. recently, an ultraharmonic approach using a prototype catheter has also shown promising results [23] . However, these technologies require the use of prototype catheters that are not commercially available. Moreover, a commercial contrast-enhanced IVUs imaging platform does not exist, underscoring the necessity to develop new approaches for high-frequency contrast imaging.
radial modulation (rM) [24] [25] [26] [27] [28] [29] [30] is a dual-frequency technique in which a low-frequency (lF) pulse, also called the modulation frequency, is used to manipulate the microbubble size, while high-frequency (HF) scattering variations in amplitude and/or phase are monitored. one implementation of rM imaging consists of synchronizing two successive short HF pulses such that they reach the MB when the MB is in a compressed and an expanded state, as induced by the lF pressure wave. By subtracting successive high-pass filtered HF scattered lines, this dual-pulse, dual-frequency approach results in an MB-specific rM image, in which tissue scattering is suppressed because it is minimally affected by the lF modulation pulse. rM imaging is particularly advantageous because unlike nonlinear approaches such as second-harmonic or subharmonic imaging, it decouples the MB size from the imaging frequency, which can thus be increased for improved spatial resolution required for applications such as IVUs. rM imaging systems have been implemented with a modified clinical scanner operating at lower frequencies (7.5/0.9 MHz combination) [28] and a high-frequency ultrasound scanner (Visualsonics 770-20/3.7 MHz combination, Visualsonics Inc., Toronto, on, canada) [27] . rM imaging has been reported to achieve up to 40 dB of contrast-to-tissue ratio in a porcine kidney perfusion model [28] and could be well-suited for IVUs contrast imaging. In this study, we sought to develop a dual-frequency IVUs imaging system based on microbubble radial modulation using a commercial single-element rotating catheter, capable of contrast-specific imaging at high resolution by transmitting both low-(3 MHz) and high-(25 MHz) frequency pulses. We first studied the effects of microbubble size distribution and HF/lF phase lag (relative position of the HF in the lF pulse) on the amplitude and polarity of rM-induced differences in HF backscattered power, using numerical simulations. our rM IVUs imaging system was then implemented and its performances were evaluated in a wall-less tissue-mimicking phantom perfused with microbubbles. We quantified the effects of the phase lag on the amplitude and polarity of rM-induced difference in HF backscattered power and compared it with the simulation results. We then characterized our system in terms of contrast-to-tissue ratio and contrast-to-tissue ratio improvement as a function of depth, lF pressure, and MB concentration for envelope-subtracted rM imaging. Potential motion artifacts were studied by imaging anticoagulated blood at 30 frames/s in the flow phantom at physiological flow conditions. Finally, we investigated the ability of envelope-subtracted rM imaging for the detection of MBs circulating in 200-μm cellulose microtubes embedded in tissue-mimicking material.
II. Methods

A. Simulations
The MB oscillations in response to lF pulses (5-cycle, 3 MHz) of increasing amplitudes (90 to 260 kPa) were first calculated using thin-shelled microbubble oscillation theory. The simulation package Bubblesim [31] was used to compute the oscillations of MBs 1.5 to 10 μm in diameter. shell viscosity was chosen as 0.8 Pa•s, shear modulus as 50 MPa, and shell thickness as 4 nm, corresponding to thin-shelled lipid-encapsulated MBs [31] . The rayleighPlesset liquid model with radiation damping coupled to an isothermal gas phase was solved using the stiff variable odE solver. The difference in HF backscattered power (P) from a pair of rM pulses is given by
at 25 MHz, the HF scattering cross section of MBs in the size range considered is proportional to the scatterer geometrical cross section (excitation frequency higher than MB resonance frequency) [32] . Hence, ∆P i RM,OPT , the optimally synchronized rM difference in power for an MB of radius R i is proportional to
where R i,max and R i,min are, respectively, the simulated bubble of radius R i at maximal and minimal expansion and I inc is the incident intensity. ∆P i RM,OPT is found in simulations by searching for the maximum and minimum in simulated R i (t). These simulations indicated the theoretical maximal ∆P i RM,OPT for each MB size. They corresponded to a short HF pulse optimally placed on the lF manipulation pulse for each MB.
Because MBs of different sizes oscillate with different phases in response to the lF pulse [32] , in practice for imaging, synchronizing the HF pulse to reach each individual MB at its maximal and minimal expansion is not possible for a polydispersed MB suspension. Furthermore, the HF imaging pulse has a finite duration, which extends over part of the lF pulse. Therefore, the amplitude and polarity of ∆P i RM,SIM , the rM difference in time-averaged power (over the HF duration), for an MB of size R i , was investigated by simulation, using a 2.5-cycle, 25-MHz HF 
where R i,1 2 and R i,2 2 are, respectively, proportional to the mean MB scattering power during HF pulse 1 and 2 for an MB of radius R i . These simulations were performed for MB sizes ranging from 1.5 to 10 μm and phase lags covering one lF cycle. ∆P i RM,SIM represents the contribution of an MB of radius R i to the difference of HF backscattered power between a pair of rM pulses produced by lF manipulation of the MB size.
assuming incoherent scattering, the total power for an MB population of mean μ and standard deviation σ can be expressed as
For comparison with experimental data, the rM power was normalized by the mean of the backscattered power from the population during exposure to lF 1 and lF 2 :
where
The normalization conveniently eliminates I inc from the equation, making ∆P N pop, RM,SIM dimensionless.
B. Flow Phantom
Phospholipid-encapsulated MBs containing perfluorocarbon gas were prepared [33] , measured by electrozone sensing (3.5 ± 1.1 μm in diameter, Fig. 1 , Multisizer 3, Beckman coulter Inc., Brea, ca), and circulated at a flow velocity of 0.5 cm/s in a 6-mm-diameter wall-less cylindrical agar-based phantom containing 0.5% sigmacell cellulose (20-μm particles, sigma-aldrich co. llc, saint louis, Mo) to mimic tissue scattering (Fig. 2 ). This phantom had an attenuation coefficient of 0.3 dB/MHz/cm (data not shown). a 20-MHz single-element rotating catheter (PZT, aperture 0.09 × 0.07 cm, sonicath Ultra 3.2F, Boston scientific corp., Fremont, ca) was placed against the wall of the phantom to allow comparison of contrast and tissue signals as a function of depth. In a separate set of experiments, a similar 4-mm wall-less phantom also containing 0.5% sigmacell was built and 200-μm cellulose microdialysis hollow fibers (spectra/Por, spectrum laboratories Inc., rancho dominguez, ca) were placed in the phantom and perfused with microbubbles. citrated porcine blood was also circulated at a mean velocity of 20 cm/s and imaged at a rotation speed of 30 Hz to assess the susceptibility of rM imaging to motion artifacts.
C. RM System
The rM system is based on a 20-MHz single-crystal catheter connected through a breakout box (provided by Boston scientific) to custom pulsing and receiving electronics ( Fig. 2) and to a standard motor rotating at 2.6 Hz, or to the Galaxy system (Boston scientific) for rotation at 30 Hz. Two 5-cycle, 3 MHz lF pulses with inverted phases were generated on channel 1 of a dualchannel function generator (aFG3252, Tektronix Inc., Beaverton, or), separated by a 14 μs interval. channel 2 was used to generate two trigger signals used to gate the power amplifier (250a250aMB, amplifier research corp., souderton, Pa) and to trigger a second function generator (33250a, agilent Technologies Inc., santa clara, ca) that generated the 2.5-cycle, 25 MHz HF pulses. The HF signal trigger was relayed by a delay generator (Model dG535, stanford research systems, sunnyvale, ca), used for adjusting the HF/lF phase lag. The HF and lF pulses were then summed using a power splitter/combiner (Zsc-2-1W+, Mini-circuits, Brooklyn, ny) and amplified by 55 dB by the power amplifier. Two diplexers (model rdX-6, ritec Inc., Warwick, rI) were inserted in series to isolate electronic noise during reception. The excitation pressure pulses were measured using a 200-μm-aperture calibrated hydrophone (HGl-0200, onda corp., sunnyvale, ca). lF and HF pressures are displayed as a function of distance in Fig. 3 . a typical pair of dual-frequency rM pulses (phase lag of 0), measured by the hydrophone is shown in Fig. 4 . Pairs of pulses were sent at a repetition rate of 416 Hz. The line density was 160 lines per image. on reception, the radio-frequency signal was amplified by 35 dB (5073Pr, olympus, Waltham, Ma) and high-pass filtered (15 MHz) . rF signals were digitized at a sampling frequency of 400 MHz (acqiris dP310, agilent Technologies Inc.) and stored for offline processing. rF data were then numerically band-pass filtered (first-order Butterworth, 20 to 25 MHz), corrected for distortion (see next section), and the envelope signals were subtracted to generate rM images. Finally, rM images were median filtered using a 15 × 3 pixel window before display and analysis. Because radiation force pushing MBs away from the catheter was noticed when the lF pulsing was turned on, each frame of data was acquired following a 5 s delay, ensuring replenishment of MB near the catheter.
D. Nonlinear Propagation of the RM Pulse Complex
It has been shown that the transmission of an lF/HF pulse complex can result in HF pulse delay and distortion [34] , because the lF introduces variations in the propagation speed of the HF. These nonlinear propagation effects can result in a deterioration of tissue signal cancellation in rM imaging. The HF also causes delay and distortion in the lF, but it is of lesser concern in our imaging scheme and has not been considered in this study.
delay is prominent when the HF is positioned at lF peaks and valleys (i.e., at phase lags of ± π/2). delay caused by nonlinear propagation can be compensated using cross-correlation-based techniques [35] .
distortion is expected to be more important at phase lags of 0 and π, when the HF pulse is experiencing the strongest pressure gradient [34] . To address this, pulse distortion between each HF 1 and HF 2 line pair was compensated in the frequency domain, using a mean frequency drift calculated in tissue for each lF excitation amplitude and for each phase lag using
t t It was found that this drift was independent of depth. The compensated signals were then inverse-Fourier transformed back into the time domain before envelope calculation and image subtraction.
E. Data Analysis
The effects of varying the phase lag, MB concentration, and lF amplitude were studied as a function of depth. regions of interest (roI) were manually drawn at increasing depths in the lumen and in the tissue in the acquired images. The effect of the phase lag on ∆P N RM,EXP was evaluated using where P 1 and P 2 are, respectively, the mean backscattered power (calculated in the spectral domain) in the −6-dB bandwidths of HF 1 and HF 2 in the roI. This quantity, evaluated in large roIs, is noisy with smaller roIs, and is therefore not appropriate for imaging. For rM imaging, a time-based subtraction of distortion-compensated pairs of envelope signals was performed to compute the rM signal:
where H stands for the Hilbert transform. For B-mode imaging, s B-mode (t) was taken as the mean of HF 1 and HF 2 envelopes, which were obtained while transmitting lF:
In this way, the comparisons between rM-and B-modes were calculated on the same roI in both modes. regions of interest were manually drawn at increasing depths in the lumen (MB) and in the tissue (T) in the acquired images. They were used to compute the rM contrast-to-tissue ratio (cTr rM ), B-mode cTr (cTr B-mode ), and cTr improvement (cTrI), respectively using 
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where 〈〉 roI represents the average value in the roI. Please note the use of signal envelopes for signal subtraction in the image formation process (7); this allowed investigation of the polarity of the rM signal before log compression. The cTrI is a parameter that measures the improvement in MB signal independently of MB concentration [21] , [22] , and allows comparison of performances with other MB imaging strategies, such as with subharmonic and second-harmonic imaging, for example. The presence of lF harmonics was also measured by passively recording signals backscattered in the HF band without transmitting HF pulses. Experiments were repeated three times (one time for phase experiment) and results are shown as mean ± standard deviation.
III. results
A. Simulations
The difference in HF backscattered power from MBs exposed to an rM pair of pulses, ∆P i RM,OPT , was first investigated by simulation using an lF of 3 MHz, for MBs with sizes varying from 1.5 to 10 μm. In Fig. 5, R 
, is plotted as a function of MB size and lF pressure. ∆P i RM,OPT peaked for MB sizes around 4 μm and increased with lF pressure. However, in practice, MB sizes are polydispersed and a fixed HF timing must be chosen within the lF cycle for imaging. Therefore, the effect of varying the phase lag was also investigated by simulation as a function of MB size and is reported in Fig. 6 . It can be seen that when HF is positioned at the lF pulse 1 positive peak, (i.e., π/2 phase lag), R i, 1 2 − R i, , 2 2 which is proportional to ∆P i RM,SIM
. Indeed, at 3 MHz, small MBs, which are driven below their resonance frequency, oscillate in phase with the pressure pulse (MB is compressed when pressure in high), whereas big MBs, driven above their resonance frequency, oscillate with opposite phase with respect to pressure (MB is expanded when pressure is high). This response is characteristic of a firstorder damped oscillator [32] . also, at a phase lag of π/2 [see 
B. Distortion-Compensated RF Lines
distortion was found in our in vitro data. distortion was strongest and of opposite sign at phase lags of 0 and π, and increased with lF pressure, as expected, but was independent of depth. For example, at a phase lag of 0, in tissue, the spectrum of HF 1 presented an upshift in frequency (pulse compression) whereas the spectrum of HF 2 presented a downshift in frequency (pulse expansion), as described in [34] . In Fig. 8 , it can be seen that the phase lag and the lF pressure had a strong influence on the ratio of the averaged spectra of HF 1 and HF 2 . Each line represents the averaged spectrum over roIs taken in tissue at depths ranging from 2 to 5 mm. Interestingly, depth did not affect this ratio. distortion compensation, which corrected for this drift in frequency (Fig. 8) , resulted in better tissue signal cancellation. In Fig. 9(a) , a typical pair of HF lines and their envelopes, taken in tissue, is displayed before and after compensation. arrows indicate areas where the compensation reduced the difference between HF 1 and HF 2 in tissue in rF and envelope signals. Fig. 9 (b) displays rM images obtained before and after distortion compensation. some speckle, present in the tissue before compensation (white arrows) disappeared after compensation. averaged over areas chosen in MBs and tissue, distortion compensation typically improved cTr and cTrI by ~1 dB. This number is largely hindered by the sparse nature of the noise and does not give full justice to the improvements offered by compensating for distortion, which is clearly visible in tissue in Figs. 9(a) and 9(b). In our system, we did not see evidence of cumulative delay at any depth, phase lag, or lF pressure used, possibly because of the low lF pressures used and short propagation lengths. delay was therefore not compensated for.
C. In Vitro Experiment: The Effect of the Phase Lag
The HF/lF phase lag was first varied over one lF cycle using a fixed excitation amplitude of 220 mVpp and a fixed MB concentration 6.4 × 10 5 MB/ml. Fig. 7(b) shows ∆P N RM,EXP at depths of 2, 3, and 4 mm, corresponding to pressures of 300, 190, and 120 kPa. ∆P N RM,EXP behaved similarly to our simulations: ∆P N RM,EXP increased with pressure, was positive at a phase lag between -π/2 and π/2, was negative beyond that range, and respectively reached maxima and minima near phase lags of 0 and π. correspondingly, cTr rM peaked at phase lags of 0 and π. In Fig. 10(a) , the polarities of rM images (subtraction of signal envelopes) are displayed before log compression. The polarity of the envelope-subtracted rM images was uniformly positive at a phase lag of 0 and uniformly negative at a phase lag of π, consistent with 
D. In Vitro Experiment: Effect of LF Pressure
For this experiment, the phase lag was fixed at 0 and MB concentration was fixed at 6.4 × 10 5 MB/ml while the lF pressure was varied. cTr rM and cTrI increased with lF amplitude and decreased with depth (Fig. 11) . cTrI plateaued at 220 mVpp. at this excitation amplitude, corresponding to 300 kPa at 2 mm (see Fig. 3 ), cTr rM was 14.8 ± 0.5 dB at 2 mm and 7.5 ± 0.5 dB at 4 mm. This corresponded to a cTrI of 15.1 ± 2.1 dB at 2 mm and 6.8 ± 0.1 dB at 4 mm (see Fig. 11 ). HF pulses were then turned off to quantify the infiltration of lF harmonics into the rM signal. lF harmonics are caused by MB nonlinear oscillations that propagate into the HF frequency band. This should be avoided because they deteriorate the spatial resolution of the image (harmonics are present for the duration of the MB lF oscillations, i.e., 5 lF cycles). lF harmonics appeared near the catheter (2 mm depth) and increased with lF pressure.
at 220 mVpp excitation, harmonics accounted for 4.1 ± 1.0 dB of cTr rM and 2.8 ± 0.8 dB of cTrI at 2 mm and were close to 0 dB at other depths. at a higher excitation of 370 mVpp, harmonics increased to 8.3 ± 2.7 dB of cTr rM and 4.4 ± 3.6 dB of cTrI at 2 mm. cTr B-mode did not vary with lF amplitude but increased with depth (close to 0 dB for depths of 2 and 3 mm; up to 4 dB at 5 mm depth). In Fig. 12 , the data from Fig. 11 has been replotted as a function of the lF pressure for all lF excitation amplitudes and depths. cTr rM generally increased with the lF pressure, as reflected by fitting the data to a linear regression with a Pearson correlation coefficient r of 0.8 (p < 0.001).
E. In Vitro Experiment: The Effect of MB Concentration
Finally, the phase lag was fixed at 0 and lF voltage at 220 mVpp (Fig. 13) while the MB concentration was varied. as expected, cTr B-mode increased with concentration at all depths. cTr rM increased with concentration at all depths except for the highest concentration at 3, 4, and 5 mm, where it decreased. cTrI was independent of MB concentration at low MB concentration, but the cTrI decreased to 2.4 × 10 6 MB/ml at depths of 3, 4, and 5 mm, because of attenuation of the lF.
F. B-Mode and RM-Mode Images
Typical examples of B-mode and rM images (phase lag of 0, lF amplitude of 220 mVpp and MB concentration of (a) 6.4 × 10 5 MB/ml and (b) 1.0 × 10 7 MB/ml) are shown in Fig. 14. In Fig. 14(a) , MBs were circulated at a mean velocity of 0.5 cm/s and imaged at a catheter rotation speed of 2.6 Hz, corresponding to the experimental conditions in Figs. 7, 11, and 13. In B-mode, tissue and MBs are difficult to distinguish from each other. In rMmode, the MB signal remains while tissue scattering is suppressed. The rM signal from MB varied with depth and is visible up to 4 mm in depth. In Fig. 14(b) , B-mode and rM-mode images are shown for a heterogeneous hollow wall-less flow phantom comprising two 200-μm tubes. These images were acquired near the edge of the tube where some phantom material had accumulated in the lumen, as visible in the B-mode image. In the rM image, only the MB-perfused tubes (arrows) are highlighted; the tissue signal was suppressed.
one drawback of multi-pulse imaging techniques is its inherent sensitivity to motion artifacts, which can be caused in this geometry by scatterer movement and catheter rotation. characterization of our system was performed at a frame rate of 2.6 Hz and low MB velocities. These parameters were chosen to limit the total energy delivered to the catheter at the higher excitation settings and the amount of MBs used. once an optimal set of parameters was determined, we tested the effect of these limitations by acquiring images at native IVUs 30 Hz rotation speed, while circulating blood at 20 cm/s, a velocity found in the epicardial coronary circulation. Fig. 14(c) , and (c) cTr rM as functions of the phase lag for different lF pressures or depth. lF excitation amplitude was 220 mVpp and MB concentration of 6.4 × 10 5 MB/ml. Experimental pressures at 2, 3, and 4 mm were, respectively, 300, 190, and 120 kPa.
shows that rM imaging at 30 frames/s suppressed signal from blood and tissue.
IV. discussion
The results reported in this study indicate that our radial modulation approach with a 25/3 MHz combination can produce MB-specific imaging with a commercial IVUs catheter. rM signal increased with lF amplitude, as previously reported by us and others [24] , [26] [27] [28] , [36] and decreased with depth. our results indicate that driving MBs near resonance using a phase lag of 0 (or π) produces a strictly positive (negative) envelope-subtracted rM image and corresponded to a peak in cTr rM (Figs. 7  and 10 ) . To get some insight into the origin of the rM signal, we analyzed ∆P N RM,EXP and compared it with ∆P N,pop RM,SIM with varying phase lags and lF amplitudes, assuming predominant incoherent scattering. The highest ∆P N RM,EXP , using our MB population (Fig. 1) , was found when the HF pulse was positioned at a phase lag of 0 relative to the lF pulse, which was corroborated by our simulations , was advantageous in rM imaging. In contrast, using a phase lag of π/2 (or −π/2), the positive rM response of an MB bigger than 4 μm was reduced by the negative rM response of an MB smaller than 4 μm positioned close to it within the resolution size of the pulse. depending on the phase lag, this led to positive or negative pixels in the rM image (Fig. 10) , lower cTr rM , and neutral ∆P N,pop RM,SIM and ∆P N RM,EXP . our simple simulation approach did not account for constructive and destructive interferences that arise from phase differences caused by neighboring MBs in the Us field. However, the concordance between ∆P N,pop
RM,SIM
and ∆P N RM,EXP suggests that incoherent scattering dominates the mean scattering power and explains the higher cTr rM found at this phase lag by the simple superposition of single MB rM responses, independently of their positions. constructive/destructive interferences at the MB concentrations used in this study seemed to be negligible in comparison to the reported effect of the phase lag, consistent with predominantly incoherent scattering.
By driving MBs near resonance and using a phase lag of 0, the contrast-to-tissue signal improvement over B-mode was 15.1 ± 2.1 dB at 2 mm and 6.8 ± 0.1 dB at 4 mm at an excitation amplitude of 220 mVpp, corresponding to an lF pressure of 300 kPa at 2 mm and 120 kPa at 4 mm, respectively (Figs. 11 and 14) . lF harmonic infiltration was found near the catheter, and contributed 4.1 ± 1.0 dB of the cTr rM signal at a depth of 2 mm. Harmonics were negligible at lower pressure and at higher depths. These harmonics could result in a degradation of the resolution in the vicinity of the catheter, but this was not observed Fig. 8 . Effect of (a) the phase lag and (b) lF amplitude on the HF pulse spectra ratio before and after distortion compensation in tissue at depths of 2 to 5 mm. distortion was depth-independent. lF excitation was fixed at 220 mVpp in (a) and phase lag was fixed at 0 in (b).
in the microtube data [ Fig. 14(b) ]. The system could also resolve 200-μm-diameter microtubes perfused with MBs, placed at 1.5 and 2 mm distance from the center of the catheter [ Fig. 14(b) ], which is promising for VV imaging. The decrease of the cTr rM at a concentration of 2.4 × 10 6 MB/ml at depths of 3, 4, and 5 mm but not at 2 mm (Fig. 13) indicates that the rM signal can be attenuated as the rM pulses propagate through high MB concentrations. The increase in cTr B-mode with depth was caused by attenuation in the tissue, which was stronger than in MBs at 25 MHz (data not shown).
normalization in (8) using only B-mode 1 or B-mode 2 induced a very small (~1 dB) change in cTrI values (11) . Using the average of both frames is the best approach in the absence of a separate B-mode frame without transmission of the lF.
A. Choice of RM Parameters, MB Size and Phase Lag
one major challenge in implementing rM imaging on a single-element catheter pertains to the inefficient transmission of the lF pulse. It was found that a 20-MHz crystal could produce moderate pressure levels at 3 MHz with a reasonable lF waveform (see Fig. 4 ). This corresponds to an HF/lF ratio near 10, a recommended rule of thumb for radial modulation imaging [28] , which allows snapshots of the lF-driven MB oscillation to be imaged with the HF pulse. Because of the geometry of the catheter element, the lF pressure decayed rapidly with distance. We assumed that driving the MB near resonance could partly compensate for the limited lF amplitude by producing more rM signal than at a frequency away from resonance. We found that lF harmonics were generated close to the catheter, at pressure levels comparable to other published data [25] , [27] , [36] . The catheter geometry therefore imposes a compromise between near-field (2 mm) harmonics generation (undesirable) and far-field (4 and 5 mm) sensitivity (desirable).
B. The Choice of the LF Frequency
This implementation of rM imaging relies on synchronizing the HF pulses at maximal MB expansion and compression, while remaining in the linear oscillating regime to avoid the generation of lF harmonics [25] , [27] . our previous findings [36] suggested that for an lF amplitude below 0.15 mechanical index, a stronger rM signal can be obtained with an lF pulse tuned to the mean MB size resonance frequency without generating lF harmonics. This peak in rM signal was obtained at different phase lags depending on the choice of lF frequency. our simulated (Fig. 7) and experimental results (Figs. 7 and 10) indicate that for an lF pulse corresponding to the mean MB size resonance frequency, cTr rM peaked at phase lags of 0 and π, when ∆P N RM,EXP and ∆P N,pop RM,SIM reached maximal amplitudes, which corresponded to strictly positive or negative rM images (Fig. 10) . This is consistent with strictly positive or negative ∆P i RM,SIM for MB of a chosen size range (Fig. 6) , which, assuming predominant incoherent scattering, can be used to predict maximal ∆P N,pop RM,SIM
. our results indicate that this approach can be used to adjust the phase lag depending on the lF frequency and MB size combination. In our implementation, tuning the lF to mean MB size resonance frequency had the benefit of requiring less lF pressure while producing rM signals with a single polarity (only positive rM) across MB sizes [ Fig. 6(b) ], and produces the highest cTr rM (Fig. 7) . Fig. 11 . cTr B-mode , cTr rM , and cTrI as functions of lF excitation amplitude for different depths, with a phase lag of 0 and an MB concentration of 6.4 × 10 5 MB/ml. all parameters were calculated in roI of 1 mm centered at 2, 3, 4, and 5 mm from the catheter center using (9)- (11) . Measurements were repeated 3 times. Fig. 12 . cTr rM increased as a function of the lF pressure. linear regression has a Pearson correlation coefficient of 0.8 with p < 0.001. Fig. 13 . cTr B-Mode , cTr rM , and cTrI as functions of MB concentration, with a fixed lF excitation amplitude of 220 mVpp and a phase lag of 0. all parameters were calculated in roI of 1 mm centered at 2, 3, 4, and 5 mm from the catheter center using (9)-(11). Measurements were repeated 3 times.
C. Waveform Delay and Distortion
delay, distortion, and aberration can occur when transmitting an HF/lF pulse complex [34] and are mainly caused by variation in the speed of sound of the HF caused by the lF. delay and distortion therefore increase with the lF pressure and are cumulative in depth. The variation in the speed of sound c caused by the lF can be estimated by c = c 0 (1 + β n κp), where c 0 is the speed of sound without the lF, β n = 1 + B/(2A) is a nonlinearity parameter, κ is the compressibility, and p is the lF pressure [34] . as a worst-case scenario, in water, at 5 mm depth, with β n = 3.6, κ = 4.6 × 10 −10 Pa −1 , and a constant lF pressure of 350 kPa (which is not the case with our system), the delay between HF 1 and HF 2 with a phase lag of π/2 is 4 ns. at the lF pressures and depth studied, the delay was not apparent in our data and was therefore not compensated for. distortion, however, was found in the data and was depth-independent. We found an improvement in tissue suppression when the images were corrected for the distortion effect (Figs. 8 and 9 ). The observed depth independence can be attributed to the rapid decrease in lF pressure with distance in our configuration. aberration was not investigated in this study.
D. Comparison With Other IVUS Contrast Imaging Approaches
compared with other IVUs imaging approaches for VV imaging, this method constitutes a novel compromise between nonlinear and linear approaches. our system produced comparable or higher cTr but lower cTrI compared with harmonic or subharmonic imaging [21] , [22] . Importantly, it was implemented on a commercially available catheter, which could help fast track clinical translation. Because of a short inter-pulse delay (14 μs), the method is inherently less sensitive to motion-related artifacts compared with the linear approach, which is based on frame-to-frame video-sequence analyses [20] and provides much better contrast to tissue ratios. our simulations indicate that these performances could be further optimized using monodispersed MBs, as discussed later. recently, a chirp reversal imaging and ultraharmonic imaging approaches have been reported for contrast-specific IVUs imaging [23] . These methods achieved cTrs of 10 dB cTr, which is comparable to our findings, but MB concentration and cTrI values were not reported in that study, making direct comparisons difficult.
E. Future Work
Using a phase lag of 0 for resonance, our simulations [ Fig. 6(b) ] indicate MBs in the 3.5 to 5 μm size range contributed the most (−3-dB threshold) to the rM signal. That corresponds to less than half of our MBs (Fig. 1) . This estimation is corroborated by the appearance of the rM images (Fig. 14) , which are patchy, with bright areas surrounded by darker areas with very little rM signal, whereas the corresponding B-mode images are more uniform. considering a Gaussian MB size distribution and a phase lag of 0, we estimated the effect of narrower MB size dispersion on the rM signal, by calculating ∆P N pop, RM,SIM for decreasing MB size dispersions. We found that for a mean MB size of 4 μm, a 2 dB increase in ∆P N pop, RM,SIM can be expected by decreasing the standard deviation of the MB population from 1.1 μm to 0.5 μm and a 3.2 dB increase with further decrease to 0.1 μm, assuming a constant MB concentration. There are different approaches for decreasing microbubble size dispersion, including micro-fluidic flow focusing devices [37] and differential centrifugation techniques that can generate monodispersed MB popula- tions with size distribution of 4.2 ± 0.1 μm [38] . Finally, numerical studies predict that the natural resonance frequency of MBs oscillating in a constrained environment can increase or decrease depending on the surrounding tissue rigidity and compliance [39] [40] [41] . If there is a change in the resonance frequency of targeted versus non-targeted MB, as suggested by these simulations studies, and if scattering from targeted MB is stronger than the vascular wall, rM imaging could be used to differentiate targeted from non-targeted MBs, and allow a direct, specific imaging of targeted MBs, by monitoring the polarity of the signal, or by tuning the phase of HF relative to lF. The acoustic radiation force from the lF in the IVUs rM imaging could be used to push MBs to the wall and image adhered MBs in molecular imaging.
V. conclusions
In this study, we evaluated the performance of a radial modulation approach for contrast-specific high-resolution IVUs imaging using a commercial single-element catheter. simulations and in vitro characterization in a mock flow phantom indicate that by driving MBs near resonance as the modulating frequency, it is possible to achieve a cTr rM of 14.8 ± 0.5 dB and a cTrI of 15.1 ± 2.1 dB at 2 mm. Both parameters decreased to 7.5 ± 0.5 and 6.8 ± 0.1 dB at 4 mm, which is sufficient depth for coronary imaging. Microvessels embedded in scattering tissue and perfused with MBs were masked in B-mode but could be resolved in rM-mode. Blood circulating at coronary flow rates was cancelled out. our simulations also suggest that rM imaging performance could benefit from using monodispersed MBs. These results raise promise for the detection of coronary vasa vasorum and may ultimately enable the detection of vulnerable plaque at risk for rupture.
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